90° Pulse Length Calibration

1. Click SetupEXP
2. Insert your sample
3. Select solvent
4. Select a new Proton 1D
5. Click exit
6. Type pwcal
7. Click SetupEXP
8. Click Start ACQ
9. Find the 180° pulse (minimum absolute intensity)
10. Divide the 180° pulse by 2 to get 90° pulse length